


1.	Laboratory is accredited in accordance with TNI 2016 Standards and ISO/IEC 17025:2017.
2.	Laboratory certifies that the test results meet all TNI 2016 and ISO/IEC 17025:2017 requirements unless
noted under the individual analysis
3.	Test results relate only to the sample(s) tested.
4.	This report shall not be reproduced except in full, without the written approval of the laboratory.
5.	Unless otherwise noted, all analytes for this laboratory were covered under each accreditation/certification
below.  (DW,Water matrices)

Kathleen Robb
Client Program Manager
10/21/2022 1:27:24 PM

Client: City & County of Honolulu
Project/Site: RED-HILL

Laboratory Job ID: 380-15823-1
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Definitions/Glossary
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Qualifiers

GC/MS Semi VOA
Qualifier Description

*+ LCS and/or LCSD is outside acceptance limits, high biased.

Qualifier

^3+ Reporting Limit Check Standard is outside acceptance limits, high biased

F1 MS and/or MSD recovery exceeds control limits.

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

GC/MS Semi VOA TICs
Qualifier Description

J Indicates an Estimated Value for TICs

Qualifier

N Presumptive evidence of material.

T Result is  a tentatively identified compound (TIC) and an estimated value.

Subcontract
Qualifier Description

U This analyte was not detected.

Qualifier

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CFU Colony Forming Unit

CNF Contains No Free Liquid

DER Duplicate Error Ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL Detection Limit (DoD/DOE)

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision Level Concentration (Radiochemistry)

EDL Estimated Detection Limit (Dioxin)

LOD Limit of Detection (DoD/DOE)

LOQ Limit of Quantitation (DoD/DOE)

MCL EPA recommended "Maximum Contaminant Level"

MDA Minimum Detectable Activity (Radiochemistry)

MDC Minimum Detectable Concentration (Radiochemistry)

MDL Method Detection Limit

ML Minimum Level (Dioxin)

MPN Most Probable Number

MQL Method Quantitation Limit

NC Not Calculated

ND Not Detected at the reporting limit (or MDL or EDL if shown)

NEG Negative / Absent

POS Positive / Present

PQL Practical Quantitation Limit

PRES Presumptive

QC Quality Control

RER Relative Error Ratio (Radiochemistry)

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

TNTC Too Numerous To Count

Eurofins Eaton Monrovia
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Case Narrative
Client: City & County of Honolulu Job ID: 380-15823-1
Project/Site: RED-HILL

Job ID: 380-15823-1

Laboratory: Eurofins Eaton Monrovia

Narrative

Job Narrative

380-15823-1

Comments

No additional comments. 

Receipt 

The samples were received on 8/10/2022 10:20 AM.  Unless otherwise noted below, the samples arrived in good condition, and where 
required, properly preserved and on ice.  The temperatures of the 6 coolers at receipt time were 1.1º C, 3.2º C, 3.3º C, 3.5º C, 4.2º C and 

4.7º C.

GC/MS Semi VOA 
Method 525.2: The continuing calibration verification (CCV) associated with batch 380-14896 recovered above the upper control limit for 

Di(2-ethylhexyl)adipate.  The samples associated with this CCV were non-detects for the affected analytes; therefore, the data have been 
reported.  The associated samples are impacted: Halawa Shaft Static (Viewing Pool) (380-15823-1), (380-15819-N-1-A) and 

(380-16346-B-1-A). 

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

Subcontract non-Sister 

See attached subcontract report.

Organic Prep 
No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

Subcontract Work 
Methods 8015 Diesel LL (EAL) and Motor Oil, 8015 Gas (Purgeable) LL (EAL):  These methods were subcontracted to EMAX Laboratories 
Inc.  The subcontract laboratory certifications are different from that of the facility issuing the final report.

Eurofins Eaton Monrovia
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Detection Summary
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Client Sample ID: Halawa Shaft Static (Viewing Pool) Lab Sample ID: 380-15823-1

 No Detections.

Client Sample ID: TB Halawa Shaft Static (Viewing Pool) Lab Sample ID: 380-15823-2

 No Detections.

Eurofins Eaton Monrovia

This Detection Summary does not include radiochemical test results.
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Client Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Lab Sample ID: 380-15823-1Client Sample ID: Halawa Shaft Static (Viewing Pool)
Matrix: WaterDate Collected: 08/08/22 09:30

Date Received: 08/10/22 10:20

Method: EPA 525.2 - Semivolatile Organic Compounds (GC/MS)
RL

ND 0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

2,4'-DDD

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND2,4'-DDE

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND2,4'-DDT

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND2,4-Dinitrotoluene

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND2,6-Dinitrotoluene

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND4,4'-DDD

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND4,4'-DDE

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND4,4'-DDT

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDAcenaphthene

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDAcenaphthylene

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDAcetochlor

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDAlachlor

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDalpha-BHC

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDalpha-Chlordane

0.020 ug/L 08/17/22 11:27 08/25/22 17:34 1NDAnthracene

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDAtrazine

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDBenz(a)anthracene

0.020 ug/L 08/17/22 11:27 08/25/22 17:34 1NDBenzo[a]pyrene

0.020 ug/L 08/17/22 11:27 08/25/22 17:34 1NDBenzo[b]fluoranthene

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDBenzo[g,h,i]perylene

0.020 ug/L 08/17/22 11:27 08/25/22 17:34 1NDBenzo[k]fluoranthene

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDbeta-BHC

0.59 ug/L 08/17/22 11:27 08/25/22 17:34 1NDBis(2-ethylhexyl) phthalate

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND *+Bromacil

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1ND *+Butachlor

0.49 ug/L 08/17/22 11:27 08/25/22 17:34 1ND ^3+Butylbenzylphthalate

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDCaffeine

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND *+Chlorobenzilate

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDChloroneb

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDChlorothalonil (Draconil, Bravo)

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDChlorpyrifos

0.020 ug/L 08/17/22 11:27 08/25/22 17:34 1NDChrysene

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDdelta-BHC

0.59 ug/L 08/17/22 11:27 08/25/22 17:34 1NDDi(2-ethylhexyl)adipate

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDDiazinon (Qualitative)

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDDibenz(a,h)anthracene

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDDiclorvos (DDVP)

0.20 ug/L 08/17/22 11:27 08/25/22 17:34 1NDDieldrin

0.49 ug/L 08/17/22 11:27 08/25/22 17:34 1NDDiethylphthalate

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDDimethoate

0.49 ug/L 08/17/22 11:27 08/25/22 17:34 1NDDimethylphthalate

0.99 ug/L 08/17/22 11:27 08/25/22 17:34 1NDDi-n-butyl phthalate

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDDi-n-octyl phthalate

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDEndosulfan I (Alpha)

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDEndosulfan II (Beta)

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDEndosulfan sulfate

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDEndrin

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDEndrin aldehyde

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDEPTC

Eurofins Eaton Monrovia
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Client Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Lab Sample ID: 380-15823-1Client Sample ID: Halawa Shaft Static (Viewing Pool)
Matrix: WaterDate Collected: 08/08/22 09:30

Date Received: 08/10/22 10:20

Method: EPA 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)
RL

ND 0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Fluoranthene

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDFluorene

0.039 ug/L 08/17/22 11:27 08/25/22 17:34 1NDgamma-BHC (Lindane)

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDgamma-Chlordane

0.039 ug/L 08/17/22 11:27 08/25/22 17:34 1NDHeptachlor

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDHeptachlor epoxide (isomer B)

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDHexachlorobenzene

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDHexachlorocyclopentadiene

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDIndeno[1,2,3-cd]pyrene

0.49 ug/L 08/17/22 11:27 08/25/22 17:34 1NDIsophorone

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDMalathion

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDMethoxychlor

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDMetolachlor

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDMetribuzin

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDMolinate

0.30 ug/L 08/17/22 11:27 08/25/22 17:34 1NDNaphthalene

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDParathion

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDPendimethalin (Penoxaline)

0.039 ug/L 08/17/22 11:27 08/25/22 17:34 1NDPhenanthrene

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDPropachlor

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDPyrene

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDSimazine

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDTerbacil

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDTerbuthylazine

0.20 ug/L 08/17/22 11:27 08/25/22 17:34 1NDThiobencarb

0.20 ug/L 08/17/22 11:27 08/25/22 17:34 1NDTotal Permethrin (mixed isomers)

0.049 ug/L 08/17/22 11:27 08/25/22 17:34 1NDtrans-Nonachlor

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1NDTrifluralin

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND1-Methylnaphthalene

0.099 ug/L 08/17/22 11:27 08/25/22 17:34 1ND2-Methylnaphthalene

Decane 1.3 T J N ug/L 2.39 124-18-5 08/17/22 11:27 08/25/22 17:34 1

Tentatively Identified Compound Dil FacAnalyzedPreparedUnit DQualifierEst. Result CAS No.RT

108/25/22 17:3408/17/22 11:27T J NCyclopentasiloxane, decamethyl- 541-02-60.61 ug/L 2.68

108/25/22 17:3408/17/22 11:27T JUnknown 0.88 ug/L 3.82

108/25/22 17:3408/17/22 11:27T J NTetradecanoic acid 544-63-80.69 ug/L 5.80

2-Nitro-m-xylene 89 70 - 130 08/17/22 11:27 08/25/22 17:34 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Perylene-d12 99 08/17/22 11:27 08/25/22 17:34 170 - 130

Triphenylphosphate 117 08/17/22 11:27 08/25/22 17:34 170 - 130

Method: 8015 Diesel LL (EAL) and Motor Oil - 8015 - TPH DRO/ORO
RL MDL

ND U 0.026 mg/L 08/22/22 18:31 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

DIESEL

0.052 mg/L 08/22/22 18:31 1ND UMOTOR OIL

BROMOBENZENE 71 60 - 130 08/22/22 18:31 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

HEXACOSANE 90 08/22/22 18:31 160 - 130

Eurofins Eaton Monrovia
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Client Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Lab Sample ID: 380-15823-1Client Sample ID: Halawa Shaft Static (Viewing Pool)
Matrix: WaterDate Collected: 08/08/22 09:30

Date Received: 08/10/22 10:20

Method: 8015 Gas (Purgeable) LL (EAL) - SW846 8015B Gasoline Range Organics
RL MDL

ND U 0.02 mg/L 08/12/22 18:38 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

GASOLINE

BROMOFLUOROBENZENE 84 60 - 140 08/12/22 18:38 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 380-15823-2Client Sample ID: TB Halawa Shaft Static (Viewing Pool)
Matrix: WaterDate Collected: 08/08/22 09:30

Date Received: 08/10/22 10:20

Method: 8015 Gas (Purgeable) LL (EAL) - SW846 8015B Gasoline Range Organics
RL MDL

ND U 0.02 mg/L 08/12/22 19:14 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

GASOLINE

BROMOFLUOROBENZENE 91 60 - 140 08/12/22 19:14 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins Eaton Monrovia

Page 9 of 61 10/21/2022

1

2

3

4

5

6

7

8

9

10

11

12

13

14

15

16

17



Action Limit Summary
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Client Sample ID: Halawa Shaft Static (Viewing Pool) Lab Sample ID: 380-15823-1

Compliance Check
The results obtained from the analytical testing of this data set were checked against compliance limits received from the client.  Any results at or above the 

compliance limits have been highlighted for your convenience.

0.049

EPAMCL

RL

Alachlor ND ug/L 2

Analyte Result Qualifier Unit Method Prep TypeLimit

Total/NA525.2

ug/L Total/NA525.2Atrazine ND 3 0.049

ug/L Total/NA525.2Benzo[a]pyrene ND 0.2 0.020

ug/L Total/NA525.2Bis(2-ethylhexyl) phthalate ND 6 0.59

ug/L Total/NA525.2Di(2-ethylhexyl)adipate ND 400 0.59

ug/L Total/NA525.2Endrin ND 2 0.099

ug/L Total/NA525.2gamma-BHC (Lindane) ND 0.2 0.039

ug/L Total/NA525.2Heptachlor ND 0.4 0.039

ug/L Total/NA525.2Heptachlor epoxide (isomer B) ND 0.2 0.049

ug/L Total/NA525.2Hexachlorobenzene ND 1 0.049

ug/L Total/NA525.2Hexachlorocyclopentadiene ND 50 0.049

ug/L Total/NA525.2Methoxychlor ND 40 0.099

ug/L Total/NA525.2Simazine ND 4 0.049

Eurofins Eaton Monrovia
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Surrogate Summary
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS)
Prep Type: Total/NAMatrix: Water

Lab Sample ID Client Sample ID (70-130) (70-130) (70-130)

2NMX PRY TPP

90 93 116380-15819-O-1-A DU

Percent Surrogate Recovery (Acceptance Limits)

Duplicate

89 99 117380-15823-1 Halawa Shaft Static (Viewing 

Pool)

92 94 112380-16346-A-1-A MS Matrix Spike

93 96 112LCS 380-13642/3-A Lab Control Sample

92 96 109LCSD 380-13642/4-A Lab Control Sample Dup

91 94 113MB 380-13642/1-A Method Blank

92 92 108MRL 380-13642/2-A Lab Control Sample

Surrogate Legend

2NMX = 2-Nitro-m-xylene

PRY = Perylene-d12

TPP = Triphenylphosphate

Method: 8015 Diesel LL (EAL) and Motor Oil - 8015 - TPH DRO/ORO
Prep Type: Total/NAMatrix: Water

Lab Sample ID Client Sample ID (60-130) (60-130)

BB EXACOSAN

71 90380-15823-1

Percent Surrogate Recovery (Acceptance Limits)

Halawa Shaft Static (Viewing Po

Surrogate Legend

BB = BROMOBENZENE

HEXACOSANE = HEXACOSANE

Method: 8015 Diesel LL (EAL) and Motor Oil - 8015 - TPH DRO/ORO
Prep Type: Total/NAMatrix: WATER

Lab Sample ID Client Sample ID

BB EXACOSAN

22DSH034WB

Percent Surrogate Recovery (Acceptance Limits)

Method Blank

Surrogate Legend

BB = BROMOBENZENE

HEXACOSANE = HEXACOSANE

Method: 8015 Diesel LL (EAL) and Motor Oil - 8015 - TPH DRO/ORO
Prep Type: Total/NAMatrix: WATER

Lab Sample ID Client Sample ID (60-130) (60-130)

BB EXACOSAN

75 9322DSH034WL

Percent Surrogate Recovery (Acceptance Limits)

Lab Control Sample

Surrogate Legend

BB = BROMOBENZENE

HEXACOSANE = HEXACOSANE

Eurofins Eaton Monrovia
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Surrogate Summary
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 8015 Gas (Purgeable) LL (EAL) - SW846 8015B Gasoline Range Organics
Prep Type: Total/NAMatrix: Water

Lab Sample ID Client Sample ID (60-140)

BFB

84380-15823-1

Percent Surrogate Recovery (Acceptance Limits)

Halawa Shaft Static (Viewing Po

91380-15823-2 TB Halawa Shaft Static 

(Viewing Pool)

Surrogate Legend

BFB = BROMOFLUOROBENZENE

Method: 8015 Gas (Purgeable) LL (EAL) - SW846 8015B Gasoline Range Organics
Prep Type: Total/NAMatrix: WATER

Lab Sample ID Client Sample ID

BFB

22VG39H05B

Percent Surrogate Recovery (Acceptance Limits)

Method Blank

Surrogate Legend

BFB = BROMOFLUOROBENZENE

Method: 8015 Gas (Purgeable) LL (EAL) - SW846 8015B Gasoline Range Organics
Prep Type: Total/NAMatrix: WATER

Lab Sample ID Client Sample ID (70-130)

BFB

10922VG39H05C

Percent Surrogate Recovery (Acceptance Limits)

LCD

10922VG39H05L Lab Control Sample

Surrogate Legend

BFB = BROMOFLUOROBENZENE

Eurofins Eaton Monrovia
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS)

Client Sample ID: Method BlankLab Sample ID: MB 380-13642/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

RL

2,4'-DDD ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 12,4'-DDE

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 12,4'-DDT

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 12,4-Dinitrotoluene

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 12,6-Dinitrotoluene

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 14,4'-DDD

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 14,4'-DDE

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 14,4'-DDT

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Acenaphthene

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Acenaphthylene

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Acetochlor

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Alachlor

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1alpha-BHC

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1alpha-Chlordane

ND 0.020 ug/L 08/17/22 11:27 08/25/22 12:26 1Anthracene

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Atrazine

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Benz(a)anthracene

ND 0.020 ug/L 08/17/22 11:27 08/25/22 12:26 1Benzo[a]pyrene

ND 0.020 ug/L 08/17/22 11:27 08/25/22 12:26 1Benzo[b]fluoranthene

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Benzo[g,h,i]perylene

ND 0.020 ug/L 08/17/22 11:27 08/25/22 12:26 1Benzo[k]fluoranthene

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1beta-BHC

ND 0.60 ug/L 08/17/22 11:27 08/25/22 12:26 1Bis(2-ethylhexyl) phthalate

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Bromacil

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Butachlor

ND 0.50 ug/L 08/17/22 11:27 08/25/22 12:26 1Butylbenzylphthalate

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Caffeine

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Chlorobenzilate

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Chloroneb

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Chlorothalonil (Draconil, Bravo)

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Chlorpyrifos

ND 0.020 ug/L 08/17/22 11:27 08/25/22 12:26 1Chrysene

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1delta-BHC

ND 0.60 ug/L 08/17/22 11:27 08/25/22 12:26 1Di(2-ethylhexyl)adipate

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Diazinon (Qualitative)

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Dibenz(a,h)anthracene

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Diclorvos (DDVP)

ND 0.20 ug/L 08/17/22 11:27 08/25/22 12:26 1Dieldrin

ND 0.50 ug/L 08/17/22 11:27 08/25/22 12:26 1Diethylphthalate

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Dimethoate

ND 0.50 ug/L 08/17/22 11:27 08/25/22 12:26 1Dimethylphthalate

ND 1.0 ug/L 08/17/22 11:27 08/25/22 12:26 1Di-n-butyl phthalate

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Di-n-octyl phthalate

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Endosulfan I (Alpha)

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Endosulfan II (Beta)

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Endosulfan sulfate

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Endrin

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Endrin aldehyde
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 380-13642/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

RL

EPTC ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Fluoranthene

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Fluorene

ND 0.040 ug/L 08/17/22 11:27 08/25/22 12:26 1gamma-BHC (Lindane)

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1gamma-Chlordane

ND 0.040 ug/L 08/17/22 11:27 08/25/22 12:26 1Heptachlor

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Heptachlor epoxide (isomer B)

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Hexachlorobenzene

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Hexachlorocyclopentadiene

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Indeno[1,2,3-cd]pyrene

ND 0.50 ug/L 08/17/22 11:27 08/25/22 12:26 1Isophorone

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Malathion

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Methoxychlor

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Metolachlor

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Metribuzin

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Molinate

ND 0.30 ug/L 08/17/22 11:27 08/25/22 12:26 1Naphthalene

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Parathion

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Pendimethalin (Penoxaline)

ND 0.040 ug/L 08/17/22 11:27 08/25/22 12:26 1Phenanthrene

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Propachlor

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Pyrene

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1Simazine

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Terbacil

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Terbuthylazine

ND 0.20 ug/L 08/17/22 11:27 08/25/22 12:26 1Thiobencarb

ND 0.20 ug/L 08/17/22 11:27 08/25/22 12:26 1Total Permethrin (mixed isomers)

ND 0.050 ug/L 08/17/22 11:27 08/25/22 12:26 1trans-Nonachlor

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 1Trifluralin

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 11-Methylnaphthalene

ND 0.10 ug/L 08/17/22 11:27 08/25/22 12:26 12-Methylnaphthalene

Tentatively Identified Compound None ug/L 08/17/22 11:27 08/25/22 12:26 1

MB MB

Tentatively Identified Compound Dil FacPrepared AnalyzedDUnitQualifierEst. Result RT CAS No.

2-Nitro-m-xylene 91 70 - 130 08/25/22 12:26 1

MB MB

Surrogate

08/17/22 11:27

Dil FacPrepared AnalyzedQualifier Limits%Recovery

94 08/17/22 11:27 08/25/22 12:26 1Perylene-d12 70 - 130

113 08/17/22 11:27 08/25/22 12:26 1Triphenylphosphate 70 - 130

Client Sample ID: Lab Control SampleLab Sample ID: LCS 380-13642/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

2,4'-DDD 1.98 2.19 ug/L 110 70 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits

2,4'-DDE 1.98 2.14 ug/L 108 70 - 130

2,4'-DDT 1.98 2.50 ug/L 126 70 - 130
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 380-13642/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

2,4-Dinitrotoluene 1.98 2.37 ug/L 120 70 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits

2,6-Dinitrotoluene 1.98 2.29 ug/L 115 70 - 130

4,4'-DDD 1.98 2.32 ug/L 117 70 - 130

4,4'-DDE 1.98 2.11 ug/L 106 70 - 130

4,4'-DDT 1.98 2.27 ug/L 115 70 - 130

Acenaphthene 1.98 1.98 ug/L 100 70 - 130

Acenaphthylene 1.98 1.98 ug/L 100 70 - 130

Acetochlor 1.98 2.40 ug/L 121 70 - 130

Alachlor 1.98 2.23 ug/L 112 70 - 130

alpha-BHC 1.98 2.11 ug/L 106 70 - 130

alpha-Chlordane 1.98 2.12 ug/L 107 70 - 130

Anthracene 1.98 2.11 ug/L 106 70 - 130

Atrazine 1.98 2.31 ug/L 117 70 - 130

Benz(a)anthracene 1.98 2.27 ug/L 114 70 - 130

Benzo[a]pyrene 1.98 2.18 ug/L 110 70 - 130

Benzo[b]fluoranthene 1.98 2.32 ug/L 117 70 - 130

Benzo[g,h,i]perylene 1.98 2.18 ug/L 110 70 - 130

Benzo[k]fluoranthene 1.98 2.24 ug/L 113 70 - 130

beta-BHC 1.98 2.16 ug/L 109 70 - 130

Bis(2-ethylhexyl) phthalate 1.98 2.07 ug/L 105 70 - 130

Bromacil 1.98 2.79 *+ ug/L 141 70 - 130

Butachlor 1.98 2.59 *+ ug/L 131 70 - 130

Butylbenzylphthalate 1.98 2.47 ug/L 125 70 - 130

Caffeine 1.98 1.70 ug/L 86 45 - 137

Chlorobenzilate 1.98 2.76 *+ ug/L 139 70 - 130

Chloroneb 1.98 2.11 ug/L 106 70 - 130

Chlorothalonil (Draconil, Bravo) 1.98 2.34 ug/L 118 70 - 130

Chlorpyrifos 1.98 2.32 ug/L 117 70 - 130

Chrysene 1.98 2.15 ug/L 109 70 - 130

delta-BHC 1.98 2.20 ug/L 111 70 - 130

Di(2-ethylhexyl)adipate 1.98 2.52 ug/L 127 70 - 130

Diazinon (Qualitative) 1.98 1.91 ug/L 96 15 - 132

Dibenz(a,h)anthracene 1.98 2.21 ug/L 111 70 - 130

Diclorvos (DDVP) 1.98 2.19 ug/L 111 70 - 130

Dieldrin 1.98 2.15 ug/L 108 70 - 130

Diethylphthalate 1.98 2.17 ug/L 109 70 - 130

Dimethoate 1.98 1.70 ug/L 86 35 - 100

Dimethylphthalate 1.98 2.20 ug/L 111 70 - 130

Di-n-butyl phthalate 3.97 4.22 ug/L 106 70 - 130

Di-n-octyl phthalate 1.98 1.74 ug/L 88 70 - 130

Endosulfan I (Alpha) 1.98 2.18 ug/L 110 70 - 130

Endosulfan II (Beta) 1.98 2.20 ug/L 111 70 - 130

Endosulfan sulfate 1.98 2.44 ug/L 123 70 - 130

Endrin 1.98 2.38 ug/L 120 70 - 130

Endrin aldehyde 1.98 2.09 ug/L 106 70 - 130

EPTC 1.98 2.17 ug/L 110 70 - 130

Fluoranthene 1.98 2.24 ug/L 113 70 - 130

Fluorene 1.98 2.15 ug/L 108 70 - 130

gamma-BHC (Lindane) 1.98 2.18 ug/L 110 70 - 130
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 380-13642/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

gamma-Chlordane 1.98 2.13 ug/L 107 70 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits

Heptachlor 1.98 2.23 ug/L 112 70 - 130

Heptachlor epoxide (isomer B) 1.98 2.20 ug/L 111 70 - 130

Hexachlorobenzene 1.98 1.97 ug/L 99 70 - 130

Hexachlorocyclopentadiene 1.98 2.14 ug/L 108 70 - 130

Indeno[1,2,3-cd]pyrene 1.98 2.19 ug/L 110 70 - 130

Isophorone 1.98 1.89 ug/L 95 70 - 130

Malathion 1.98 2.58 ug/L 130 70 - 130

Methoxychlor 1.98 2.50 ug/L 126 70 - 130

Metolachlor 1.98 2.38 ug/L 120 70 - 130

Metribuzin 1.98 2.39 ug/L 120 70 - 130

Molinate 1.98 2.14 ug/L 108 70 - 130

Naphthalene 1.98 1.76 ug/L 88 70 - 130

Parathion 1.98 2.33 ug/L 117 70 - 130

Pendimethalin (Penoxaline) 1.98 2.38 ug/L 120 70 - 130

Phenanthrene 1.98 2.07 ug/L 105 70 - 130

Propachlor 1.98 2.25 ug/L 113 70 - 130

Pyrene 1.98 2.26 ug/L 114 70 - 130

Simazine 1.98 2.32 ug/L 117 70 - 130

Terbacil 1.98 2.39 ug/L 121 70 - 130

Terbuthylazine 1.98 2.29 ug/L 115 70 - 130

Thiobencarb 1.98 2.06 ug/L 104 70 - 130

trans-Nonachlor 1.98 2.19 ug/L 111 70 - 130

Trifluralin 1.98 2.38 ug/L 120 70 - 130

1-Methylnaphthalene 1.98 1.91 ug/L 96 70 - 130

2-Methylnaphthalene 1.98 2.02 ug/L 102 70 - 130

2-Nitro-m-xylene 70 - 130

Surrogate

93

LCS LCS

Qualifier Limits%Recovery

96Perylene-d12 70 - 130

112Triphenylphosphate 70 - 130

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 380-13642/4-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

2,4'-DDD 1.99 2.18 ug/L 110 70 - 130 0 20

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits LimitRPD

RPD

2,4'-DDE 1.99 2.13 ug/L 107 70 - 130 0 20

2,4'-DDT 1.99 2.45 ug/L 123 70 - 130 2 20

2,4-Dinitrotoluene 1.99 2.32 ug/L 116 70 - 130 2 20

2,6-Dinitrotoluene 1.99 2.27 ug/L 114 70 - 130 1 20

4,4'-DDD 1.99 2.27 ug/L 114 70 - 130 2 20

4,4'-DDE 1.99 2.14 ug/L 107 70 - 130 1 20

4,4'-DDT 1.99 2.24 ug/L 112 70 - 130 2 20

Acenaphthene 1.99 2.00 ug/L 100 70 - 130 1 20

Acenaphthylene 1.99 2.03 ug/L 102 70 - 130 2 20

Acetochlor 1.99 2.36 ug/L 119 70 - 130 2 20
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 380-13642/4-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

Alachlor 1.99 2.24 ug/L 112 70 - 130 0 20

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits LimitRPD

RPD

alpha-BHC 1.99 2.09 ug/L 105 70 - 130 1 20

alpha-Chlordane 1.99 2.13 ug/L 107 70 - 130 0 20

Anthracene 1.99 2.13 ug/L 107 70 - 130 1 20

Atrazine 1.99 2.23 ug/L 112 70 - 130 4 20

Benz(a)anthracene 1.99 2.22 ug/L 112 70 - 130 2 20

Benzo[a]pyrene 1.99 2.15 ug/L 108 70 - 130 1 20

Benzo[b]fluoranthene 1.99 2.24 ug/L 113 70 - 130 3 20

Benzo[g,h,i]perylene 1.99 2.15 ug/L 108 70 - 130 1 20

Benzo[k]fluoranthene 1.99 2.25 ug/L 113 70 - 130 1 20

beta-BHC 1.99 2.12 ug/L 106 70 - 130 2 20

Bis(2-ethylhexyl) phthalate 1.99 1.98 ug/L 99 70 - 130 5 20

Bromacil 1.99 2.70 *+ ug/L 136 70 - 130 3 20

Butachlor 1.99 2.50 ug/L 126 70 - 130 3 20

Butylbenzylphthalate 1.99 2.43 ug/L 122 70 - 130 2 20

Caffeine 1.99 1.74 ug/L 87 45 - 137 2 20

Chlorobenzilate 1.99 2.64 *+ ug/L 132 70 - 130 4 20

Chloroneb 1.99 2.08 ug/L 105 70 - 130 1 20

Chlorothalonil (Draconil, Bravo) 1.99 2.29 ug/L 115 70 - 130 2 20

Chlorpyrifos 1.99 2.31 ug/L 116 70 - 130 0 20

Chrysene 1.99 2.19 ug/L 110 70 - 130 2 20

delta-BHC 1.99 2.10 ug/L 105 70 - 130 4 20

Di(2-ethylhexyl)adipate 1.99 2.39 ug/L 120 70 - 130 5 20

Diazinon (Qualitative) 1.99 1.85 ug/L 93 15 - 132 3 20

Dibenz(a,h)anthracene 1.99 2.20 ug/L 110 70 - 130 0 20

Diclorvos (DDVP) 1.99 2.13 ug/L 107 70 - 130 3 20

Dieldrin 1.99 2.19 ug/L 110 70 - 130 2 20

Diethylphthalate 1.99 2.09 ug/L 105 70 - 130 4 20

Dimethoate 1.99 1.73 ug/L 87 35 - 100 1 20

Dimethylphthalate 1.99 2.16 ug/L 109 70 - 130 2 20

Di-n-butyl phthalate 3.99 4.22 ug/L 106 70 - 130 0 20

Di-n-octyl phthalate 1.99 1.69 ug/L 85 70 - 130 3 20

Endosulfan I (Alpha) 1.99 2.15 ug/L 108 70 - 130 2 20

Endosulfan II (Beta) 1.99 2.22 ug/L 111 70 - 130 1 20

Endosulfan sulfate 1.99 2.43 ug/L 122 70 - 130 1 20

Endrin 1.99 2.49 ug/L 125 70 - 130 5 20

Endrin aldehyde 1.99 2.13 ug/L 107 70 - 130 2 20

EPTC 1.99 2.12 ug/L 106 70 - 130 3 20

Fluoranthene 1.99 2.22 ug/L 111 70 - 130 1 20

Fluorene 1.99 2.12 ug/L 106 70 - 130 1 20

gamma-BHC (Lindane) 1.99 2.11 ug/L 106 70 - 130 3 20

gamma-Chlordane 1.99 2.09 ug/L 105 70 - 130 2 20

Heptachlor 1.99 2.25 ug/L 113 70 - 130 1 20

Heptachlor epoxide (isomer B) 1.99 2.20 ug/L 110 70 - 130 0 20

Hexachlorobenzene 1.99 1.97 ug/L 99 70 - 130 0 20

Hexachlorocyclopentadiene 1.99 2.19 ug/L 110 70 - 130 2 20

Indeno[1,2,3-cd]pyrene 1.99 2.17 ug/L 109 70 - 130 1 20

Isophorone 1.99 1.86 ug/L 93 70 - 130 1 20

Malathion 1.99 2.53 ug/L 127 70 - 130 2 20
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 380-13642/4-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

Methoxychlor 1.99 2.42 ug/L 121 70 - 130 3 20

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits LimitRPD

RPD

Metolachlor 1.99 2.33 ug/L 117 70 - 130 2 20

Metribuzin 1.99 2.39 ug/L 120 70 - 130 0 20

Molinate 1.99 2.09 ug/L 105 70 - 130 2 20

Naphthalene 1.99 1.80 ug/L 90 70 - 130 2 20

Parathion 1.99 2.28 ug/L 115 70 - 130 2 20

Pendimethalin (Penoxaline) 1.99 2.37 ug/L 119 70 - 130 0 20

Phenanthrene 1.99 2.07 ug/L 104 70 - 130 0 20

Propachlor 1.99 2.17 ug/L 109 70 - 130 3 20

Pyrene 1.99 2.23 ug/L 112 70 - 130 1 20

Simazine 1.99 2.24 ug/L 112 70 - 130 4 20

Terbacil 1.99 2.44 ug/L 123 70 - 130 2 20

Terbuthylazine 1.99 2.20 ug/L 110 70 - 130 4 20

Thiobencarb 1.99 2.04 ug/L 102 70 - 130 1 20

trans-Nonachlor 1.99 2.18 ug/L 110 70 - 130 0 20

Trifluralin 1.99 2.33 ug/L 117 70 - 130 2 20

1-Methylnaphthalene 1.99 1.92 ug/L 96 70 - 130 1 20

2-Methylnaphthalene 1.99 2.02 ug/L 101 70 - 130 0 20

2-Nitro-m-xylene 70 - 130

Surrogate

92

LCSD LCSD

Qualifier Limits%Recovery

96Perylene-d12 70 - 130

109Triphenylphosphate 70 - 130

Client Sample ID: Lab Control SampleLab Sample ID: MRL 380-13642/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

2,4'-DDD 0.0999 0.141 ug/L 141 50 - 150

Analyte

MRL MRL

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits

2,4'-DDE 0.0999 0.110 ug/L 110 50 - 150

2,4'-DDT 0.0999 0.0995 J ug/L 100 50 - 150

2,4-Dinitrotoluene 0.0999 0.135 ug/L 135 50 - 150

2,6-Dinitrotoluene 0.0999 0.0968 J ug/L 97 50 - 150

4,4'-DDD 0.0999 0.107 ug/L 108 50 - 150

4,4'-DDE 0.0999 0.104 ug/L 104 50 - 150

4,4'-DDT 0.0999 0.136 ug/L 136 50 - 150

Acenaphthene 0.0999 0.0979 J ug/L 98 50 - 150

Acenaphthylene 0.0999 0.0742 J ug/L 74 50 - 150

Acetochlor 0.0500 0.0550 J ug/L 110 50 - 150

Alachlor 0.0500 0.0625 ug/L 125 50 - 150

alpha-BHC 0.0999 0.102 ug/L 102 50 - 150

alpha-Chlordane 0.0500 0.0557 ug/L 112 50 - 150

Anthracene 0.0200 0.0199 J ug/L 99 50 - 150

Atrazine 0.0500 0.0664 ug/L 133 50 - 150

Benz(a)anthracene 0.0500 0.0539 ug/L 108 50 - 150

Benzo[a]pyrene 0.0200 0.0204 ug/L 102 50 - 150

Benzo[b]fluoranthene 0.0200 0.0221 ug/L 111 50 - 150
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: MRL 380-13642/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

Benzo[g,h,i]perylene 0.0500 0.0491 J ug/L 98 50 - 150

Analyte

MRL MRL

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits

Benzo[k]fluoranthene 0.0200 0.0217 ug/L 109 50 - 150

beta-BHC 0.0999 0.103 ug/L 103 50 - 150

Bis(2-ethylhexyl) phthalate 0.599 0.734 ug/L 122 50 - 150

Bromacil 0.0999 0.118 ug/L 118 50 - 150

Butachlor 0.0500 0.0621 ug/L 124 50 - 150

Butylbenzylphthalate 0.150 0.327 J ^3+ ug/L 218 50 - 150

Caffeine 0.0500 0.0286 J ug/L 57 50 - 150

Chlorobenzilate 0.0999 0.127 ug/L 128 50 - 150

Chloroneb 0.0999 0.101 ug/L 101 50 - 150

Chlorothalonil (Draconil, Bravo) 0.0999 0.0986 J ug/L 99 50 - 150

Chlorpyrifos 0.0500 0.0490 J ug/L 98 50 - 150

Chrysene 0.0200 0.0226 ug/L 113 50 - 150

delta-BHC 0.0999 0.120 ug/L 120 50 - 150

Di(2-ethylhexyl)adipate 0.300 0.377 J ug/L 126 50 - 150

Diazinon (Qualitative) 0.0999 0.0822 J ug/L 82 15 - 132

Dibenz(a,h)anthracene 0.0500 0.0531 ug/L 106 50 - 150

Diclorvos (DDVP) 0.0500 0.0455 J ug/L 91 50 - 150

Dieldrin 0.0999 0.113 J ug/L 113 50 - 150

Diethylphthalate 0.150 0.170 J ug/L 114 50 - 150

Dimethoate 0.0999 0.0546 J ug/L 55 35 - 100

Dimethylphthalate 0.300 0.311 J ug/L 104 50 - 150

Di-n-butyl phthalate 0.300 0.347 J ug/L 116 49 - 243

Di-n-octyl phthalate 0.0999 0.121 ug/L 121 50 - 150

Endosulfan I (Alpha) 0.0999 0.103 ug/L 103 50 - 150

Endosulfan II (Beta) 0.0999 0.115 ug/L 115 50 - 150

Endosulfan sulfate 0.0999 0.104 ug/L 104 50 - 150

Endrin 0.0999 0.136 ug/L 136 50 - 150

Endrin aldehyde 0.0999 0.0916 J ug/L 92 50 - 150

EPTC 0.0999 0.0978 J ug/L 98 50 - 150

Fluoranthene 0.0500 0.0517 J ug/L 103 50 - 150

Fluorene 0.0500 0.0522 ug/L 104 50 - 150

gamma-BHC (Lindane) 0.0500 0.0469 ug/L 94 50 - 150

gamma-Chlordane 0.0500 0.0510 ug/L 102 50 - 150

Heptachlor 0.0400 0.0531 ug/L 133 50 - 150

Heptachlor epoxide (isomer B) 0.0500 0.0524 ug/L 105 50 - 150

Hexachlorobenzene 0.0500 0.0622 ug/L 125 50 - 150

Hexachlorocyclopentadiene 0.0500 0.0480 J ug/L 96 50 - 150

Indeno[1,2,3-cd]pyrene 0.0500 0.0448 J ug/L 90 50 - 150

Isophorone 0.0999 0.0849 J ug/L 85 50 - 150

Malathion 0.0999 0.106 ug/L 106 50 - 150

Methoxychlor 0.0999 0.146 ug/L 146 50 - 150

Metolachlor 0.0500 0.0624 ug/L 125 50 - 150

Metribuzin 0.0500 0.0414 J ug/L 83 50 - 150

Molinate 0.0999 0.103 ug/L 103 50 - 150

Naphthalene 0.0999 0.0901 J ug/L 90 50 - 150

Parathion 0.0999 0.144 ug/L 144 50 - 150

Pendimethalin (Penoxaline) 0.0999 0.133 ug/L 133 50 - 150

Phenanthrene 0.0200 0.0231 J ug/L 116 50 - 150
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: MRL 380-13642/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

Propachlor 0.0500 0.0533 ug/L 107 50 - 150

Analyte

MRL MRL

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits

Pyrene 0.0500 0.0540 ug/L 108 50 - 150

Simazine 0.0500 0.0483 J ug/L 97 50 - 150

Terbacil 0.0999 0.118 ug/L 118 50 - 150

Terbuthylazine 0.0999 0.0985 J ug/L 99 50 - 150

Thiobencarb 0.0999 0.113 J ug/L 113 50 - 150

trans-Nonachlor 0.0500 0.0529 ug/L 106 50 - 150

Trifluralin 0.0999 0.0984 J ug/L 98 50 - 150

1-Methylnaphthalene 0.0999 0.104 ug/L 104 50 - 150

2-Methylnaphthalene 0.0999 0.0988 J ug/L 99 50 - 150

2-Nitro-m-xylene 70 - 130

Surrogate

92

MRL MRL

Qualifier Limits%Recovery

92Perylene-d12 70 - 130

108Triphenylphosphate 70 - 130

Client Sample ID: Matrix SpikeLab Sample ID: 380-16346-A-1-A MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

2,4'-DDD ND 1.99 2.21 ug/L 111 70 - 130

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec

Limits

2,4'-DDE ND 1.99 2.13 ug/L 107 70 - 130

2,4'-DDT ND 1.99 2.49 ug/L 125 70 - 130

2,4-Dinitrotoluene ND 1.99 2.43 ug/L 122 70 - 130

2,6-Dinitrotoluene ND 1.99 2.37 ug/L 119 70 - 130

4,4'-DDD ND 1.99 2.28 ug/L 115 70 - 130

4,4'-DDE ND 1.99 2.13 ug/L 107 70 - 130

4,4'-DDT ND 1.99 2.28 ug/L 114 70 - 130

Acenaphthene ND 1.99 1.97 ug/L 99 70 - 130

Acenaphthylene ND 1.99 2.05 ug/L 103 70 - 130

Acetochlor ND 1.99 2.38 ug/L 120 70 - 130

Alachlor ND 1.99 2.24 ug/L 112 70 - 130

alpha-BHC ND 1.99 2.10 ug/L 106 70 - 130

alpha-Chlordane ND 1.99 2.16 ug/L 108 70 - 130

Anthracene ND F1 1.99 1.03 F1 ug/L 51 70 - 130

Atrazine ND 1.99 2.28 ug/L 114 70 - 130

Benz(a)anthracene ND 1.99 1.95 ug/L 98 70 - 130

Benzo[a]pyrene ND 1.99 1.54 ug/L 78 70 - 130

Benzo[b]fluoranthene ND 1.99 2.27 ug/L 114 70 - 130

Benzo[g,h,i]perylene ND 1.99 2.18 ug/L 110 70 - 130

Benzo[k]fluoranthene ND 1.99 2.28 ug/L 115 70 - 130

beta-BHC ND 1.99 2.17 ug/L 109 70 - 130

Bis(2-ethylhexyl) phthalate ND 1.99 2.11 ug/L 106 70 - 130

Bromacil ND *+ F1 1.99 2.73 F1 ug/L 137 70 - 130

Butachlor ND *+ 1.99 2.50 ug/L 126 70 - 130

Butylbenzylphthalate ND ^3+ 1.99 2.54 ug/L 128 70 - 130

Caffeine ND 1.99 1.88 ug/L 94 46 - 144
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Matrix SpikeLab Sample ID: 380-16346-A-1-A MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

Chlorobenzilate ND *+ F1 1.99 2.68 F1 ug/L 135 70 - 130

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec

Limits

Chloroneb ND 1.99 2.12 ug/L 106 70 - 130

Chlorothalonil (Draconil, Bravo) ND 1.99 2.34 ug/L 118 70 - 130

Chlorpyrifos ND 1.99 2.32 ug/L 117 70 - 130

Chrysene ND 1.99 2.16 ug/L 109 70 - 130

delta-BHC ND 1.99 2.14 ug/L 107 70 - 130

Di(2-ethylhexyl)adipate ND 1.99 2.48 ug/L 124 70 - 130

Diazinon (Qualitative) ND 1.99 1.89 ug/L 95 15 - 132

Dibenz(a,h)anthracene ND 1.99 2.30 ug/L 115 70 - 130

Diclorvos (DDVP) ND 1.99 2.14 ug/L 108 70 - 130

Dieldrin ND 1.99 2.16 ug/L 108 70 - 130

Diethylphthalate ND 1.99 2.15 ug/L 108 70 - 130

Dimethoate ND 1.99 1.88 ug/L 94 34 - 111

Dimethylphthalate ND 1.99 2.19 ug/L 110 70 - 130

Di-n-butyl phthalate ND 3.98 4.21 ug/L 106 70 - 130

Di-n-octyl phthalate ND 1.99 1.98 ug/L 100 70 - 130

Endosulfan I (Alpha) ND 1.99 2.19 ug/L 110 70 - 130

Endosulfan II (Beta) ND 1.99 2.18 ug/L 109 70 - 130

Endosulfan sulfate ND 1.99 2.46 ug/L 123 70 - 130

Endrin ND 1.99 2.55 ug/L 128 70 - 130

Endrin aldehyde ND 1.99 2.09 ug/L 105 70 - 130

EPTC ND 1.99 2.12 ug/L 107 70 - 130

Fluoranthene ND 1.99 2.19 ug/L 110 70 - 130

Fluorene ND 1.99 2.14 ug/L 107 70 - 130

gamma-BHC (Lindane) ND 1.99 2.16 ug/L 108 70 - 130

gamma-Chlordane ND 1.99 2.11 ug/L 106 70 - 130

Heptachlor ND 1.99 2.20 ug/L 111 70 - 130

Heptachlor epoxide (isomer B) ND 1.99 2.16 ug/L 109 70 - 130

Hexachlorobenzene ND 1.99 1.96 ug/L 98 70 - 130

Hexachlorocyclopentadiene ND 1.99 2.15 ug/L 108 70 - 130

Indeno[1,2,3-cd]pyrene ND 1.99 2.25 ug/L 113 70 - 130

Isophorone ND 1.99 1.92 ug/L 96 70 - 130

Malathion ND 1.99 2.57 ug/L 129 70 - 130

Methoxychlor ND 1.99 2.47 ug/L 124 70 - 130

Metolachlor ND 1.99 2.38 ug/L 119 70 - 130

Metribuzin ND 1.99 2.14 ug/L 107 70 - 130

Molinate ND 1.99 2.12 ug/L 107 70 - 130

Naphthalene ND 1.99 1.79 ug/L 90 70 - 130

Parathion ND 1.99 2.31 ug/L 116 70 - 130

Pendimethalin (Penoxaline) ND 1.99 2.38 ug/L 120 70 - 130

Phenanthrene ND 1.99 2.06 ug/L 104 70 - 130

Propachlor ND 1.99 2.21 ug/L 111 70 - 130

Pyrene ND 1.99 2.19 ug/L 110 70 - 130

Simazine ND 1.99 2.29 ug/L 115 70 - 130

Terbacil ND 1.99 2.43 ug/L 122 70 - 130

Terbuthylazine ND 1.99 2.23 ug/L 112 70 - 130

Thiobencarb ND 1.99 2.02 ug/L 101 70 - 130

trans-Nonachlor ND 1.99 2.19 ug/L 110 70 - 130

Trifluralin ND 1.99 2.35 ug/L 118 70 - 130
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Matrix SpikeLab Sample ID: 380-16346-A-1-A MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

1-Methylnaphthalene ND 1.99 1.89 ug/L 95 70 - 130

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec

Limits

2-Methylnaphthalene ND 1.99 1.99 ug/L 100 70 - 130

2-Nitro-m-xylene 70 - 130

Surrogate

92

MS MS

Qualifier Limits%Recovery

94Perylene-d12 70 - 130

112Triphenylphosphate 70 - 130

Client Sample ID: DuplicateLab Sample ID: 380-15819-O-1-A DU
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

2,4'-DDD ND ND ug/L NC 20

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD

2,4'-DDE ND ND ug/L NC 20

2,4'-DDT ND ND ug/L NC 20

2,4-Dinitrotoluene ND ND ug/L NC 20

2,6-Dinitrotoluene ND ND ug/L NC 20

4,4'-DDD ND ND ug/L NC 20

4,4'-DDE ND ND ug/L NC 20

4,4'-DDT ND ND ug/L NC 20

Acenaphthene ND ND ug/L NC 20

Acenaphthylene ND ND ug/L NC 20

Acetochlor ND ND ug/L NC 20

Alachlor ND ND ug/L NC 20

alpha-BHC ND ND ug/L NC 20

alpha-Chlordane ND ND ug/L NC 20

Anthracene ND ND ug/L NC 20

Atrazine ND ND ug/L NC 20

Benz(a)anthracene ND ND ug/L NC 20

Benzo[a]pyrene ND ND ug/L NC 20

Benzo[b]fluoranthene ND ND ug/L NC 20

Benzo[g,h,i]perylene ND ND ug/L NC 20

Benzo[k]fluoranthene ND ND ug/L NC 20

beta-BHC ND ND ug/L NC 20

Bis(2-ethylhexyl) phthalate ND ND ug/L NC 20

Bromacil ND *+ ND *+ ug/L NC 20

Butachlor ND *+ ND *+ ug/L NC 20

Butylbenzylphthalate ND ^3+ ND ug/L NC 20

Caffeine ND ND ug/L NC 20

Chlorobenzilate ND *+ ND *+ ug/L NC 20

Chloroneb ND ND ug/L NC 20

Chlorothalonil (Draconil, Bravo) ND ND ug/L NC 20

Chlorpyrifos ND ND ug/L NC 20

Chrysene ND ND ug/L NC 20

delta-BHC ND ND ug/L NC 20

Di(2-ethylhexyl)adipate ND ND ug/L NC 20

Diazinon (Qualitative) ND ND ug/L NC 20
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: DuplicateLab Sample ID: 380-15819-O-1-A DU
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

Dibenz(a,h)anthracene ND ND ug/L NC 20

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD

Diclorvos (DDVP) ND ND ug/L NC 20

Dieldrin ND ND ug/L NC 20

Diethylphthalate ND ND ug/L NC 20

Dimethoate ND ND ug/L NC 20

Dimethylphthalate ND ND ug/L NC 20

Di-n-butyl phthalate ND ND ug/L NC 20

Di-n-octyl phthalate ND ND ug/L NC 20

Endosulfan I (Alpha) ND ND ug/L NC 20

Endosulfan II (Beta) ND ND ug/L NC 20

Endosulfan sulfate ND ND ug/L NC 20

Endrin ND ND ug/L NC 20

Endrin aldehyde ND ND ug/L NC 20

EPTC ND ND ug/L NC 20

Fluoranthene ND ND ug/L NC 20

Fluorene ND ND ug/L NC 20

gamma-BHC (Lindane) ND ND ug/L NC 20

gamma-Chlordane ND ND ug/L NC 20

Heptachlor ND ND ug/L NC 20

Heptachlor epoxide (isomer B) ND ND ug/L NC 20

Hexachlorobenzene ND ND ug/L NC 20

Hexachlorocyclopentadiene ND ND ug/L NC 20

Indeno[1,2,3-cd]pyrene ND ND ug/L NC 20

Isophorone ND ND ug/L NC 20

Malathion ND ND ug/L NC 20

Methoxychlor ND ND ug/L NC 20

Metolachlor ND ND ug/L NC 20

Metribuzin ND ND ug/L NC 20

Molinate ND ND ug/L NC 20

Naphthalene ND ND ug/L NC 20

Parathion ND ND ug/L NC 20

Pendimethalin (Penoxaline) ND ND ug/L NC 20

Phenanthrene ND ND ug/L NC 20

Propachlor ND ND ug/L NC 20

Pyrene ND ND ug/L NC 20

Simazine ND ND ug/L NC 20

Terbacil ND ND ug/L NC 20

Terbuthylazine ND ND ug/L NC 20

Thiobencarb ND ND ug/L NC 20

Total Permethrin (mixed isomers) ND ND ug/L NC 20

trans-Nonachlor ND ND ug/L NC 20

Trifluralin ND ND ug/L NC 20

1-Methylnaphthalene ND ND ug/L NC 20

2-Methylnaphthalene ND ND ug/L NC 20

2-Nitro-m-xylene 70 - 130

Surrogate

90

DU DU

Qualifier Limits%Recovery

93Perylene-d12 70 - 130
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QC Sample Results
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method: 525.2 - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: DuplicateLab Sample ID: 380-15819-O-1-A DU
Matrix: Water Prep Type: Total/NA
Analysis Batch: 14896 Prep Batch: 13642

Triphenylphosphate 70 - 130

Surrogate

116

DU DU

Qualifier Limits%Recovery

Method: 8015 Diesel LL (EAL) and Motor Oil - 8015 - TPH DRO/ORO

Client Sample ID: Method BlankLab Sample ID: 22DSH034WB
Matrix: WATER Prep Type: Total/NA
Analysis Batch: 22DSH034W

RL MDL

DIESEL ND U 0.025 mg/L 08/22/22 17:35 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND U 0.05 mg/L 08/22/22 17:35 1MOTOR OIL

BROMOBENZENE 08/22/22 17:35 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

08/22/22 17:35 1HEXACOSANE

Client Sample ID: Lab Control SampleLab Sample ID: 22DSH034WL
Matrix: WATER Prep Type: Total/NA
Analysis Batch: 22DSH034W

DIESEL 2.5 2.11 mg/L 84 50 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits

BROMOBENZENE 60 - 130

Surrogate

75

LCS LCS

Qualifier Limits%Recovery

93HEXACOSANE 60 - 130

Method: 8015 Gas (Purgeable) LL (EAL) - SW846 8015B Gasoline Range Organics

Client Sample ID: Method BlankLab Sample ID: 22VG39H05B
Matrix: WATER Prep Type: Total/NA
Analysis Batch: 22VG39H05

RL MDL

GASOLINE ND U 0.02 mg/L 08/12/22 12:35 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

BROMOFLUOROBENZENE 08/12/22 12:35 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

Client Sample ID: Lab Control SampleLab Sample ID: 22VG39H05L
Matrix: WATER Prep Type: Total/NA
Analysis Batch: 22VG39H05

GASOLINE 0.5 0.421 mg/L 84 60 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec

Limits

BROMOFLUOROBENZENE 70 - 130

Surrogate

109

LCS LCS

Qualifier Limits%Recovery
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QC Association Summary
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

GC/MS Semi VOA

Prep Batch: 13642

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 525.2380-15823-1 Halawa Shaft Static (Viewing Pool) Total/NA

Water 525.2MB 380-13642/1-A Method Blank Total/NA

Water 525.2LCS 380-13642/3-A Lab Control Sample Total/NA

Water 525.2LCSD 380-13642/4-A Lab Control Sample Dup Total/NA

Water 525.2MRL 380-13642/2-A Lab Control Sample Total/NA

Water 525.2380-16346-A-1-A MS Matrix Spike Total/NA

Water 525.2380-15819-O-1-A DU Duplicate Total/NA

Analysis Batch: 14896

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 525.2 13642380-15823-1 Halawa Shaft Static (Viewing Pool) Total/NA

Water 525.2 13642MB 380-13642/1-A Method Blank Total/NA

Water 525.2 13642LCS 380-13642/3-A Lab Control Sample Total/NA

Water 525.2 13642LCSD 380-13642/4-A Lab Control Sample Dup Total/NA

Water 525.2 13642MRL 380-13642/2-A Lab Control Sample Total/NA

Water 525.2 13642380-16346-A-1-A MS Matrix Spike Total/NA

Water 525.2 13642380-15819-O-1-A DU Duplicate Total/NA

Subcontract

Analysis Batch: 22DSH034W

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 8015 Diesel LL 

(EAL) and Motor 

Oil

380-15823-1 Halawa Shaft Static (Viewing Pool) Total/NA

WATER 8015 Diesel LL 

(EAL) and Motor 

Oil

22DSH034WB Method Blank Total/NA

WATER 8015 Diesel LL 

(EAL) and Motor 

Oil

22DSH034WL Lab Control Sample Total/NA

Analysis Batch: 22VG39H05

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 8015 Gas 

(Purgeable) LL 

(EAL)

380-15823-1 Halawa Shaft Static (Viewing Pool) Total/NA

Water 8015 Gas 

(Purgeable) LL 

(EAL)

380-15823-2 TB Halawa Shaft Static (Viewing Pool) Total/NA

WATER 8015 Gas 

(Purgeable) LL 

(EAL)

22VG39H05B Method Blank Total/NA

WATER 8015 Gas 

(Purgeable) LL 

(EAL)

22VG39H05L Lab Control Sample Total/NA
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Lab Chronicle
Client: City & County of Honolulu Job ID: 380-15823-1
Project/Site: RED-HILL

Client Sample ID: Halawa Shaft Static (Viewing Pool) Lab Sample ID: 380-15823-1
Matrix: WaterDate Collected: 08/08/22 09:30

Date Received: 08/10/22 10:20

Prep 525.2 N8NE13642 EA MON

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA 08/17/22 11:27

Analysis 525.2 1 14896 UJC9 EA MONTotal/NA 08/25/22 17:34

Analysis 8015 Diesel LL (EAL) 

and Motor Oil

1 22DSH034W SDeesTotal/NA 08/22/22 18:31

Analysis 8015 Gas 

(Purgeable) LL (EAL)

1 22VG39H05 SCervaTotal/NA 08/12/22 18:38

Client Sample ID: TB Halawa Shaft Static (Viewing Pool) Lab Sample ID: 380-15823-2
Matrix: WaterDate Collected: 08/08/22 09:30

Date Received: 08/10/22 10:20

Analysis 8015 Gas 

(Purgeable) LL (EAL)

SCerva1 22VG39H05

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA 08/12/22 19:14

Laboratory References:

 = EMAX Laboratories Inc, 3051 Fujita Street, Torrance, CA 90505

EA MON = Eurofins Eaton Monrovia, 750 Royal Oaks Drive, Suite 100, Monrovia, CA 91016, TEL (626)386-1100

Eurofins Eaton Monrovia
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Accreditation/Certification Summary
Client: City & County of Honolulu Job ID: 380-15823-1
Project/Site: RED-HILL

Laboratory: Eurofins Eaton Monrovia
Unless otherwise noted, all analytes for this laboratory were covered under each accreditation/certification below.

Authority Program Identification Number Expiration Date

Hawaii State CA00006 01-31-23

The following analytes are included in this report, but the laboratory is not certified by the governing authority.  This list may include analytes for which 

the agency does not offer certification.  

Analysis Method Prep Method Matrix Analyte

525.2 525.2 Water 1-Methylnaphthalene

525.2 525.2 Water 2,4'-DDD

525.2 525.2 Water 2,4'-DDE

525.2 525.2 Water 2,4'-DDT

525.2 525.2 Water 2,4-Dinitrotoluene

525.2 525.2 Water 2,6-Dinitrotoluene

525.2 525.2 Water 2-Methylnaphthalene

525.2 525.2 Water 4,4'-DDD

525.2 525.2 Water 4,4'-DDE

525.2 525.2 Water 4,4'-DDT

525.2 525.2 Water Acenaphthene

525.2 525.2 Water Acenaphthylene

525.2 525.2 Water Acetochlor

525.2 525.2 Water alpha-BHC

525.2 525.2 Water alpha-Chlordane

525.2 525.2 Water Anthracene

525.2 525.2 Water Benz(a)anthracene

525.2 525.2 Water Benzo[b]fluoranthene

525.2 525.2 Water Benzo[g,h,i]perylene

525.2 525.2 Water Benzo[k]fluoranthene

525.2 525.2 Water beta-BHC

525.2 525.2 Water Bromacil

525.2 525.2 Water Butylbenzylphthalate

525.2 525.2 Water Caffeine

525.2 525.2 Water Chlorobenzilate

525.2 525.2 Water Chloroneb

525.2 525.2 Water Chlorothalonil (Draconil, Bravo)

525.2 525.2 Water Chlorpyrifos

525.2 525.2 Water Chrysene

525.2 525.2 Water delta-BHC

525.2 525.2 Water Diazinon (Qualitative)

525.2 525.2 Water Dibenz(a,h)anthracene

525.2 525.2 Water Diclorvos (DDVP)

525.2 525.2 Water Diethylphthalate

525.2 525.2 Water Dimethoate

525.2 525.2 Water Dimethylphthalate

525.2 525.2 Water Di-n-butyl phthalate

525.2 525.2 Water Di-n-octyl phthalate

525.2 525.2 Water Endosulfan I (Alpha)

525.2 525.2 Water Endosulfan II (Beta)

525.2 525.2 Water Endosulfan sulfate

525.2 525.2 Water Endrin aldehyde

525.2 525.2 Water EPTC

525.2 525.2 Water Fluoranthene

525.2 525.2 Water Fluorene

Eurofins Eaton Monrovia
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Accreditation/Certification Summary
Client: City & County of Honolulu Job ID: 380-15823-1
Project/Site: RED-HILL

Laboratory: Eurofins Eaton Monrovia (Continued)
Unless otherwise noted, all analytes for this laboratory were covered under each accreditation/certification below.

Authority Program Identification Number Expiration Date

The following analytes are included in this report, but the laboratory is not certified by the governing authority.  This list may include analytes for which 

the agency does not offer certification.  

Analysis Method Prep Method Matrix Analyte

525.2 525.2 Water gamma-Chlordane

525.2 525.2 Water Indeno[1,2,3-cd]pyrene

525.2 525.2 Water Isophorone

525.2 525.2 Water Malathion

525.2 525.2 Water Molinate

525.2 525.2 Water Naphthalene

525.2 525.2 Water Parathion

525.2 525.2 Water Pendimethalin (Penoxaline)

525.2 525.2 Water Phenanthrene

525.2 525.2 Water Pyrene

525.2 525.2 Water Terbacil

525.2 525.2 Water Terbuthylazine

525.2 525.2 Water Thiobencarb

525.2 525.2 Water Total Permethrin (mixed isomers)

525.2 525.2 Water trans-Nonachlor

525.2 525.2 Water Trifluralin

Eurofins Eaton Monrovia
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Method Summary
Job ID: 380-15823-1Client: City & County of Honolulu

Project/Site: RED-HILL

Method Method Description LaboratoryProtocol

EPA525.2 Semivolatile Organic Compounds (GC/MS) EA MON

EPA8015 8015 - TPH DRO/ORO

SW8468015B SW846 8015B Gasoline Range Organics

EPA525.2 Extraction of Semivolatile Compounds EA MON

Protocol References:

EPA = US Environmental Protection Agency

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

Laboratory References:

 = EMAX Laboratories Inc, 3051 Fujita Street, Torrance, CA 90505

EA MON = Eurofins Eaton Monrovia, 750 Royal Oaks Drive, Suite 100, Monrovia, CA 91016, TEL (626)386-1100
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Page 29 of 61 10/21/2022

1

2

3

4

5

6

7

8

9

10

11

12

13

14

15

16

17



Sample Summary
Client: City & County of Honolulu Job ID: 380-15823-1
Project/Site: RED-HILL

Lab Sample ID Client Sample ID Matrix Collected Received

380-15823-1 Halawa Shaft Static (Viewing Pool) Water 08/08/22 09:30 08/10/22 10:20

380-15823-2 TB Halawa Shaft Static (Viewing Pool) Water 08/08/22 09:30 08/10/22 10:20
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Login Sample Receipt Checklist

Client: City & County of Honolulu Job Number: 380-15823-1

Login Number: 15823

Question Answer Comment

Creator: Segura, Ryan

List Source: Eurofins Eaton Monrovia

List Number: 1

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueThere are no discrepancies between the containers received and the COC.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueSamples do not require splitting or compositing.

TrueContainer provided by EEA
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